SpermMar Test IgA
TecT HA TaTEeKCHBIX JacTuax ajisdl OrmpeACICHUA aHTUCIICPMAJIbHBIX aHTUTECII Kj1acCa IgA

Hoxyment Ne: FP09 101 RO1 E.5
Oo6HnoBnenue: 30.08.2018 r.

KOHCEPBAHT: A3uJ] HATPU: 0,09%

XPAHUTD ITPU TEMIIEPATYPE OT 2 °C J10 8 °C - HE 3AMOPAXUBATb.
JIMATHOCTUYECKUI HABOP TOJIBKO JUJIS1 IABOPATOPHOM JUATHOCTUKH.
PEATEHTBI TOJIBKO JJISI ITIPOGECCHUOHAJIBHOI'O UCITOJIb30OBAHMSL.

CO®EPA UCITOJIB3OBAHMUA

SpermMar Test IgA mnpencraBiseT coOOH JAMArHOCTHUECKUH HaOOp Ml ONpeneneHus
aHTHUCIIEPMABHBIX aHTUTEN Kinacca IgA B cnepme uenoBeka. [IpucyTcTBrue aHTHCHIEPMATIbHBIX
AQHTUTEN MOXET TMPENATCTBOBATh (PYHKIMOHUPOBAHUIO CIIEPMATO30MIO0B, CBS3BIBAHUIO C
000JI0YKOM U aKPOCOMHOM peaKITuu.

OBIIASA NTHOOPMALUA

Hannuwe antucnepmanpHbix aHtuten (ACAT), B3auMOACHCTBYIOIIUX C aHTHUTCHOM
(aHTUreHaMHM) Ha CIEPMATO30MIaX, CYUTACTCS TUIUYHBIM M  CHOCHU(PUUSCKUM IS
umMMmyHojoruueckoro  O6ecrmogust (1, 3, 22, 24). Dtu  aHTHTENa OOHAPYXHBAIOTCS
npubaM3uTeNbHO y 8 % OecrutonHbix MyxuuH (13).

ACAT npuHaayiexar K pa3IMyHbIM UMMYHOJIOTHYECKHM KjtaccaM, HO Toiabko ACAT kiacca IgA
u 1gG sBistorcs  kimHudecku 3HaunMbiMd  (18). ACAT «kmacca IgG  mposiBistor
HUTOTOKCHYecKue IP(PEeKThl, U B JOCTATOYHOM CTENEHU OOHApYKMBAIOTCA Ha CIIEpPMAaTO30MIaxX
WIN B CHIBOPOTKE KpOBH ¢ momolrsio Tecta SpermMar Test 1IgG. ACAT, Oyayun CBSI3aHHBIMHU C
kommuiementom C3 kmacca IQA, B OCHOBHOM MPOSBISIONIME CBOMCTBa arriroThHaiuu (14),
pEeIKO MPUCYTCTBYIOT O0e3 anTuTen kiacca IgG (6), HO MX 3HAYEHHUE TSl MY)KCKOTO OSCILIONUS
MOXXET OBITh OoJiee BaKHBIM. JeHCTBUTENIBHO, MAIMEHTHI, Y KOTOPBIX NMpUCyTCTBYIOT ACAT
knacca IgA u IgG, wnm Tonpko anTUTena kiacca IgA, UMEIOT OYeHb MAJICHBKUI MIaHC 3a4aTus
ecrectBeHHBIM crocobom (6, 20). Takum oGpaszom, ompenenenne ACAT kmacca IgA umeer
Ba)KHEHIIIee 3HAUCHUE KaK JUIsl TUarHo3a, Tak u Jyist mporHo3a (21).

OcnoBHas dactb ACAT kmnacca IgA BeIpabaThIBAIOTCS MPHUIATOYHBIMU TOJIOBBIMH KEJIe3aMHU
(23). OHM TPUCYTCTBYIOT Ha CIIEPMATO30MAAaX M WHOTJA B CEMEHHOW IUIa3Me, HO OOBIYHO
OTCYTCTBYIOT B CHIBOPOTKE KPOBU. BerencTBre 3Toro nccieioBaHue aHTUCTIEPMATIbHBIX aHTUTEN
kiacca IgA B chIBOpoTKe KpoBH He pekoMenayetcs (18). BoamokHO paccMaTpuBaTh BOIIPOC O
noucke ACAT xmacca IgA B cemeHHO# Tu1a3Me B CydasX HU3KOW KOHIIEHTPAIlMW WM HU3KOU
MOJIBI>KHOCTH CIIEPMATO30HI0B, OJHAKO MOTCHIIMATHLHOE KIMHUYECKOE 3HAYCHHUE ITUX aHTUTEI
SBIISIETCS. CIOPHBIM.

[Ipsmoit Tect SpermMar Test IgA mnpenHasHadueH i OOHAPY)KEHUS TOKPBIBAIOIITUX
CIICpMAaTO30U bl AHTUTCII; TCCT HNPOBOAUTCA JII/I60 CO CBCKHMU CIICPMATO30HIaMU, J'II/I60 CcO
CTIIEpMATO30HMIaMH, OTIEIEHHBIMH OT CEMEHHOW IUIa3Mbl OJHHM IUKJIOM CYCHCHIUPOBAHHS,
HEHTPU(PYTHUPOBAHUS M PECYCICHIUPOBAHUA B MHUTATENBbHOM cpeae. ODTHU CIIEPMAaTO30M[bI
CMCIIMBAIOT C JIATEKCHBIMHA YaCTHIIAMH, TIOKPBHITBIMH aHTH-YEJIOBEUYECCKUMHU aHTHU-IQA.
O6paBOBaHI/I€ CMCHIAHHBIX AaITJHOTUHATOB IIOJABUKHBIX CICPMATO30MIO0B C JIATCKCHBIMU
YacTUIIAMH YKa3bIBacT HAa HAJIMYUE aHTUCIIEPMAIBHBIX aHTHTEN Kiacca |gA Ha cepmaro3onmax
(1,5,9, 10, 17).



KATAJIOKHBIE HOMEPA ITPOAYKTA

SPMA_S SpermMar Test IgA single kit — 50 tectoB
SPMA_C SpermMar Test IgA complete kit — 50 TectoB

MATEPHAJIBI, BKJIIOYEHHBIE B HABOP

- 1 ¢umakon, coneprxkammmii 0,7 Mt TaTekcHBIX yacTul SpermMar Test IgA
- [IpenmeTHBIC cTEKIA 711 MUKpOCKoma 76 x 26 MMm™*

- [TokpoBusbIe cTekia 24 x 40 mm*

- MukpoxkanuuIsipHble TUNETKH, KanOpoBaHHbIe HA 10 MKT*

- PesunoBas rpyma*

* TONBKO B cocTaBe Habopa complete Kit

Cepmughuxam ananuza u nacnopm 6e30nacHocmu Ha HaAbop OOCMYNHbL NO 3aNPOCy.

MATEPUAJIBI, HE BKJIIOYEHHBIE B HABOP

- CBetoBo# Mukpockort (¢ yBenumaenueM ot 400x 10 600X, CBETIONONIbHBINA, TEMHOIIOJIBHBIA UITH
(a30-KOHTPaACTHBII)

- HeciepMu1u b1l ipe3epBaTuB

NHCTPYKIMSA ITIO IPUMEHEHHWIO

E ir_l' E PexoMeHiyeM OCMOTpPETH Hallle 1EMOHCTPALMOHHOE BUIEO (CKaYalTe 1o
oy % CCBUIKE Ha HallleM caiiTe WM OTCKaHUPYITE MTPUX-KOL).

Coop 00pa3na 1 MoJArOTOBKA

COop criepMbl TTPOU3BOIUTCS TPEANOYTUTEIIEHO MacTypOareii. [Ipn Haauauu 0O0CTOSATEIIBCTB,
IPEMATCTBYIOUIMX COOpPY € MOMOIIBIO MAacTypOaIiy, UCIOIB3YIOTCS CHICIUAIbHbIC MIIACTUKOBBIC
MPe3epBaTUBBI I cOOpa CIepMBbl. 3ampeniacTcs HCIOb30BaTh OOBIYHBIC MPE3EPBATHUBBI IS
coopa cHepMmbl, TOCKOJIBKY OHH BIHSIOT Ha TMOABMXHOCTH U  JKH3HECIIOCOOHOCTH
CrepMaTo30uI0B. B miaeane criepma J1oJpkHA OBITH MPOAHATU3UPOBAHA B TeUueHHe | 4aca mociie
Z-)SIKy.HSIL[I/II/I.

IloaroroBka peareHra
JlarekcHbie vactuibl SpermMar Test IgA Latex Particles roToBsl K HCIOJIB30BaHUIO, TEM HE
MEHee, OHU JIOJDKHBI OBITh TIIATEIFHO MEpEMEIIaHbl Mepe/l UCTIONb30BaHUEM [UIS TTONYUYCHHS
TOMOT€HHOM CYCIIEH3HUH.

Hpsavoii Tect SpermMar Test 1A a5 BbISIBJEHHS AHTHCIHEPMAJBbHBIX AHTHTE] KJIACCA
10A Ha ciepMaTO30MIaX YeJ0BeKa
1. Tlomoxnure, MOKa peareHThl U 00pa3Ibl HE IPUMYT KOMHATHYIO TEMIIEPATypy.

2. Ha nmoxpoBHOE CTEKIJIO IOMECTHUTE:
e 10 MKJI cBeXeEM criepMbl
e 10 Mk marekcHbIx yactuir SpermMar Test IgA Latex Particles.
I[.HSI 9TOr0 MOJKHO HCIIONB30BaTh 10-MKII KalWJUIAPHBIC MHUIICTKU, CCJIIM OHU IMOCTABJIAKOTCA B

Habope.

TTAMSTKA: ISl UCIIOJIb3OBAHUSI MUKPOKAIIMJUISSPHOU TIMITETKU, BCTABBTE KOHEL] IMITIETKW, OTMEYEHHBII
JKUPHOW YEPHOW OTMETKOM, BHYTPh B PE3MHOBYIO MUKPOIPVIIY (TTPUBJIM3UTEJILHO HA 5 MM). HATIOJHUTE
[UIETKY JIO MEPBOM OTMETKHU (10 MKJI) C MOMOIIBIO KAMMJUISIPHOIO S®®EKTA. HE TO3BOJISIUTE XUAKOCTh



MOMACTH B TPYIIY. [IOMECTUTE KOHUMK TIAJILIIA HABEPX T'PYIIIU. MEJJIEHHO, CIABJIMBAS TPYIIY BOJIBIINM U
YKA3ATEJIbHBIM ITAJIbIIAMU, BBITABUTE XXUJKOCTD U3 ITUITIETKNA.

3. IlepememaiiTe oOpa3ell U JaTEKCHBIE YaCTHIIBI 5 pa3 KpaeM MOKPOBHOTO CTEKIIA.

4. HakpoiiTe cMeCch MOKPOBHBIM CTEKJIOM U IOMECTUTE I0J] CBETOBOM Mukpockon ¢ 400—600-
KpaTHbIM yBenudeHueM. lcmonb3oBanue (a30BO-KOHTPACTHOTO MM TEMHOMOJILHOTO
OCBEIICHUS MOXKET 00JIETYUTH aHAIN3 00pasiia.

5. [MocunTaiite pe3ynbrar yepe3 3 muHyThl: Cocuntaiite 100 MOIBMKHBIX CIIEPMATO30UIOB; U3
UXx 4yucia HaﬁI[HTe U coCUHUTalTe CriepMaTo30U/ibl, CBA3aHHBIC C JIATCKCHBIMH YaCTUIL[AMMU. Ilocie
3TOTO0 PpPAaCcCUUTAWTE TMPOLEHT CBS3aHHBIX C JIATEKCHBIMU YaCTHIIAMU CIIEPMATO30U[OB.

[TocunTaiite pe3ynbrar cHoBa uepe3 10 MUHYT.
OBPATUTE BHUMAHME: XPAHUTb IPEJJMETHOE CTEKJIO C TIPEIIAPATOM CJIEJYET BO BJIAXXHOI CPEJIE (HATIP., B
YALIKE [TETPU C YBJIAKHEHHBIM KYCOUYKOM ®UJIbTPOBAJIBHON BYMATH).

6. JlmarHo3 MMMYHOJIOTMYECKOTO OECIUIONWs Tpearnonaraerca B ToMm ciaydae, ecnu 10-39 %
MOJIBIDKHBIX CIIEPMATO30MIOB CBSI3aHBI C JaTeKCHbIMH dactunamu. Ecmu 40 % wu Oonee
MOJBIDKHBIX ~ CIIEPMATO30HUJIOB CBSI3aHBI C JIATEKCHBIMH  YacTHUIIAMHU, TO BEPOSTHOCTH
MMMYHOJIOTHYECKOTO OECTUIONMS BEChbMa BBICOKA.

NHTEPIIPETAIIMA PE3YJIBTATOB

Ecnu Tect BBIMIONIHEH MpaBWIBHO, OTCYTCTBHE aHTHcepManbHbIX aHTUTENn (ACAT) Oyner
NOKa3aHO CBOOOJHO J[BUTAIOIIUMHUCS CIIEPMATO30MJAaMH, HE CBSA3aHHBIMH C JATEKCHBIMU
yacTullaMy. JIaTeKCHbIE YacTHI[bl MOTYT, HO OOBIYHO HE arrjIloTHHHUPYIOT Mexay coOoil. B
npucytctBuM ACAT crnepMaTo3ouipl BCTYyNAalOT B PEAaKLIMIO C YacTUL[AMM, U OJHA, a 3aTeM
HECKOJIbKO JIATEKCHBIX YacTHUIl COEAMHATCS CO BCEMH MM C 4YacThi0 MOJBHMXKHBIX
crepMaro30u1oB. [IpOIEeHT MOJIBMKHBIX CHEPMATO30HMI0B, MOKA3bIBAIOLINI 3Ty CMEIIaHHYIO
arrIIOTUHALIMIO, HAMIPSIMYIO CBSI3aH CO CTEMEHbIO TSHKECTH MMMYHOJIOTHUECKON peakIty.

B oOCHOBHOM [0is1 TOABIKHBIX CIEPMAaTO30MJIOB, BCTYIHBIIMX BO B3aHMMOJACHUCTBUE C
JATEKCHBIMU YacTHIlaMu, B TecTe SpermMar Test IgA mensbie, uem B Tecte SpermMar Test 1gG,
HO oOpaTHOe Takxke nHornaa Habmoaercs (12). B penkux cirydasx CyniecTBYeT IMOJIOKUTEIbHAS
peakmus B Tecte SpermMar Test IgA nipu oTcyTCTBHUM Kako-mnbo peakuuu B Tecte SpermMar
Test 19G, ykasbiBaromiast Ha IPUCYTCTBUE CEKPETOPHBIX aHTUTEN Kiacca IgA Oe3 aHTHUTEN Kilacca
1gG. Hanuune peakiuu cMenranHoi arrmotuHanuu B 40 % unu Goniee B criepMe yKas3bIBaeT Ha
MOJIOKUTEIBHYIO peakiuio B Tecte SpermMar Test IgA.

OI'PAHUYEHUA METOJA

[Ipsmoii Tect SpermMar Test IgA MoxkeT HPOBOAUTHCS TOJIBKO B Clydae, €Cclu B oOpasie
CHEpMbl  MPHUCYTCTBYIOT TMOJBMKHbIE crmepMarTo3oujbl. OOpa3ubl ¢ OYEeHb  HU3KOH
KOHILIGHTpalMed MM HU3KOW MOABUKHOCTBIO CIEPMbI MOTYT IMOKa3aTh JIOKHOOTPHULIATEIbHBIN
pe3ynbTar.

XAPAKTEPUCTUKHU ITPUT'OJHOCTHU TECTA

Heckonpko coTeH 00pa3IoB CriepMbl ObIITH UCCIIEAOBAHBI C UCIIOJIB30BaHUEM IPSMOTO TeCTa Ha
PEaKIHUI0 CMEIIMBAaHHUS UMMYHOTJIOOYJTMHOB Ha 3PUTPOIMTAX M MpsMoro tecta SpermMar Test
1gG. PesynbraTel Obutn uaeHTU4HB B 97 % ciydaeB. B 3% cimydaeB Tect SpermMar BoisBuI
aHTUTENa, TECT Ha pPEaKUUI0 CMEIIMBAHUS HWMMYHOTJIOOYJIMHOB HA OJPUTPOLUTAX ObLI
OTPHIIATENBHBIM. B 3THX ciyd4asx HOJIs CIepMaTO30HMIOB, MPOSBISIONIAX PEAKIHI0 B TECTE
SpermMar, o0braHo ObuTa HU3KOM (14). TouHocTh pe3dynbraToB Tecta SpermMar Test IgA Obita
JI0Ka3aHa Mocie CpaBHEHUS ¢ UMMYHO(]ITyOpECIIeHTHBIM U He(heJTOMETPUIECKUM METOIaMHU.




XPAHEHUME PEATEHTOB

[Tpu mpaBuabHOM XpaneHun peareHT SpermMar Test IgA crabunen B TeueHue 12 MecsieB ot
JaTel mpou3BoacTBa. Pearent SpermMar Test IgA moipkeH xpaHUThCS pu TemiiepaType oT 2 °C
1o 8 °C, xorna oH He ucnoasszyercs. HE 3AMOPAKUBATD PEAI'EHT. Pearent npuroaex
K TPAaHCTIOPTHPOBKE MJIM KPATKOBPEMEHHOMY XPaHEHUIO MPH MOBHIMICHHBIX TEMIepaTypax (10 5
cyTok npu temneparype 37 °C).

NPEAYIIPEXJIEHUA U ITPEJOCTEPEKEHUSA

PaboraiiTe co Bcemu oOpa3amu Tak, Kak eciii Obl OHU SIBJISUTUCH BO3MOXKHBIMH IEPEHOCUYUKAMU
BUY wnu renarura. [Ipu oOpamennn ¢ oOpasiaMu BCera UCIIONIB3YHTE 3alTUTHYIO OACKIY U
nepuatku. SpermMar Test IgA coxepxur 0,1 % OblYbero ChHIBOPOTOUHOTO albOyMHHA,
npoucxoxaenus CILIA.
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